The vapor-cell atomic clock
The vapor-cell atomic clock is an unpretentious device. Light from a small discharge lamp passes through a vapor of rubidium atoms housed in a glass cell and is detected by a photodiode. The light intensity transmitted by the vapor is used to lock the frequency of an RF signal to an atomic transition. The RF signal can then be down-converted to generate a train of one-second pulses for timekeeping. Given its conceptual simplicity, the extent to which the vapor-cell clock's realization relies on basic atomic and chemical physics is quite striking.
Since time intervals are defined as the elapsed phase of some stable oscillation, all clocks are, at heart, frequency standards. Just like in your wristwatch, the timekeeping signal in an atomic clock is derived from a quartz crystal oscillator.
However, a crystal oscillator's RF frequency ν xtal depends on a number of environmental factors, such as humidity, vibration, and radiation, that can cause the clock to either speed up or slow down. In the vapor-cell atomic clock, ν xtal is electronically tied to an atomic resonance, thereby transferring the stability of atomic structure to the clock's tick rate.
The atomic resonance that forms the basis of the Rb clock's operation is the transition between two hyperfine states of 87 Rb. As in hydrogen, the ground state of Rb is split into two hyperfine levels by the magnetic-dipole interaction between the single valence electron and the nucleus. Those states are labeled by the total-angular-momentum quantum number F, as shown in figure 1a. Each hyperfine state is further split into Zeeman sublevels, characterized by the quantum number m F . The m F = 0 sublevels are unaffected to first order by stray magnetic fields, which can arise in devices from a host of internal and environmental sources. The socalled 0-0 transition between the F = 2, m F = 0 and F = 1, m F = 0 states, with frequency ν hfs = 6.8347 GHz, is unaffected by such fields and is ideal for stabilizing ν xtal . Figure 1b shows the means by which ν xtal is electronically tied to ν hfs . The first step is to multiply the output of a voltagecontrolled crystal oscillator (VCXO) by a factor M to create a microwave field with a frequency near ν hfs . The microwave field is frequency modulated, so that the 87 Rb atoms' resonant absorption can be monitored by means of phase-sensitive detection. The detector's output yields a correction voltage, proportional to the derivative of the resonance lineshape, which is used to adjust ν xtal and lock it to ν hfs . If ν xtal is too low, the correction voltage is positive and ν xtal increases; if ν xtal is too high, a negative correction voltage is applied. Thus stabilized, the crystal oscillator's frequency is used to keep time.
As illustrated in figure 1c , the atomic system of the clock consists of a 87 Rb discharge lamp, a 85 Rb-vapor filter cell, and a resonance cell containing 87 Rb vapor along with a buffer gas. Each element plays a role in generating the atoms' response to the microwaves, and will be discussed further. For now, it suffices to note that the atoms' resonant absorption of microwave radiation is manifested by a decrease in the transmitted light intensity. The resonance cell is located inside a microwave cavity, which in turn resides inside a solenoid. The solenoid's magnetic field provides a quantization axis for the atoms, isolating the 0-0 transition. Moreover, since the 0-0 resonance has a second-order dependence on magnetic-field strength, the solenoid provides a convenient means of making slight adjustments to ν hfs and thereby the clock's frequency. (Though ν hfs may be stable, it can be slightly inaccurate due to various atomic perturbations and in need of calibration.)
Optical pumping and the light shift
Without a population imbalance between the 87 Rb hyperfine states, there can be no net absorption of microwaves by the atoms in the resonance cell: The rate of photons leaving the field through absorption would be counterbalanced by the rate of stimulated emission repopulating the field. For 87 Rb, the hyperfine-energy-level separation is only 28 μeV, whereas gas-phase kinetic energies are approximately 40 meV. Thus, under normal conditions, the vapor-phase atoms populate both hyperfine manifolds equally. The system for creating the necessary population imbalance is a direct outgrowth of the Nobel Prize-winning work of Alfred Kastler, who showed that light can create a nonthermal population distribution among atomic energy levels in a process known as optical pumping. The discharge lamp not only drives the opticalpumping process but also provides a signal that indicates when the microwave field is on resonance with the 0-0 transition. When the field is off resonance, there are few atoms in the F = 1 state, so most of the lamplight passes through the resonance cell unabsorbed. But when the microwave frequency equals ν hfs , the atoms return to the F = 1 state, and the intensity of transmitted lamplight measured by the photodiode decreases.
Unfortunately, the lamplight in the resonance cell perturbs Rb's energy-level structure. Due to the so-called light shift, discussed in box 1, ν hfs depends on both the intensity and the spectral profile of the lamplight. For example, a 1% change in lamp intensity can shift the hyperfine energy level spacing (and thus the clock's frequency) by one part in 10 12 . That shift may seem small, but it can result in positioning errors on the order of tens of meters in satellite navigation systems. Over the years, understanding the mechanism of the light shift and the different ways it affects clock stability has been an active area of basic and applied research. Investigators have developed quantum-field and semiclassical lightshift theories, explored the implications of those theories for the field-atom interaction, 3 studied how the reabsorption of 87 Rb is split into two hyperfine levels, characterized by the quantum number F. The transition between the two m F = 0 sublevels, unchanged to first order by stray magnetic fields, is used to stabilize a crystal oscillator's frequency. (b) The frequency of a voltage-controlled crystal oscillator, scaled up by a factor M, is locked to the hyperfine-splitting frequency ν hfs = 6.8347 GHz using phase-sensitive detection. The control voltage corrects the crystal oscillator's frequency. (c) The clock's atomic system consists of a few simple elements. 15 Optical pumping by lamplight creates a population imbalance between the hyperfine states of the 87 Rb atoms in the resonance cell, so that in steady state few atoms are in the F = 1 state and the transmitted light intensity is relatively high. When microwaves at ν hfs are applied to the resonance cell, there is a net transfer of atoms from F = 1 back into F = 2 and a decrease in transmitted light intensity. The correction signal of the clock is proportional to the derivative of that microwave-induced resonant decrease in transmitted light intensity.
fluorescent photons by atoms in the lamp affects the lamp's spectral emission, 4 and examined the spatial variation of ν hfs in the resonance cell due to the exponential attenuation of the lamplight. 5 The role of the buffer gas
The key to generating a correction signal for the crystal oscillator is to get the 87 Rb atoms in the resonance cell to absorb microwave radiation in a narrow frequency band around ν hfs . Since the efficacy of the correction signal is measured by the instability of the crystal oscillator's frequency, given by (Δν/ν hfs )/(S/N), an atomic transition with a high signal-to-noise ratio S/N and a narrow linewidth Δν results in the best performance (see the article by James Bergquist, Steven Jefferts, and David Wineland, PHYSICS TODAY, March 2001, page 37).
The resonance cell of a Rb clock contains not only 87 Rb vapor at a pressure of 10 −2 Pa but also a buffer-gas mixture of nitrogen and a noble gas, with a total pressure of about 10 3 Pa. The buffer gas plays several roles, two of which are directly related to the transition linewidth.
In 1953 Robert Dicke wrote a two-page paper in Physical Review that set the stage for vapor-cell clock development. 6 As described in box 2, when an atom is confined to a region of space smaller than the field's wavelength, Doppler broadening is eliminated. Since buffer-gas collisions ensure that
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The light shift is one of the earliest known manifestations of what is today generally known as the AC Stark shift, and it can be understood as a consequence of energy conservation. 16 Consider a three-level atom interacting with an optical field of frequency ω that drives the |2〉 → |3〉 transition. Suppose that in the absence of the field-atom interaction there are N photons in the field, so that the total energy of the field-atom system is E 2 + Nhω. With the interaction turned on and the field off resonance, the atom spends a fraction f of its time in state |3〉, and states |2〉 and |3〉 are shifted in opposite directions by an amount δν LS . Conservation of energy then requires that (1) from which it follows that
The parameter f can be determined from a rate-equation model of the interaction process involving the Einstein A and B coefficients: f = Bρg(ω)/[A + 2Bρg(ω)], where ρ is the energy density of the field and g(ω) corresponds to the optical transition's lineshape. Without going into the details, it can be shown that (2) where I is the intensity of the optical field and Γ is the optical transition linewidth. The shift in the energy of |2〉 causes a change in the |1〉 ↔ |2〉 energy-level spacing, which is detected as a light-induced change in ν hfs .
The AC Stark shift is fundamentally related to the Lamb shift, which arises from an atom's interaction with the vacuum. The light shift arises from real photons driving virtual transitions in an atom (that is, ω ≠ ω 0 ); the Lamb shift arises from virtual photons driving virtual transitions in an atom. The relationship was not lost on the original investigators, and in a play on words Alfred Kastler suggested renaming the phenomenon the Lamp shift. 17 In fact, in cavity quantum electrodynamics experiments it may be difficult to disentangle the two phenomena. 18 δν mean free paths are much less than the wavelength that corresponds to ν hfs (4.4 cm for 87 Rb), Dicke's criterion is easily satisfied; and rather than 10-kHz Doppler-broadened lines, 0-0 transition linewidths are on the order of 10 2 Hz. In modern vapor-cell clocks, however, the buffer-gas pressure is thousands of times larger than what is needed for Dicke narrowing. One reason for the higher pressure is to protect the Rb atoms from collisions with the bare glass walls of the resonance cell. Narrow atomic resonances require not only the elimination of Doppler broadening, but also a long coherence time T 2 , where Δν ∼ 1/T 2 . When a 87 Rb atom absorbs microwaves, its wavefunction becomes a superposition of the F = 1 and F = 2 states, and for narrow resonances, the superposition state's phase must remain constant for long periods of time. Unfortunately, when an atom collides with a bare glass wall, the superposition state's phase is randomized, so T 2 is limited by the atom's flight time across the resonance cell. A collision with a molecule of N 2 or noble gas, however, only weakly affects the superposition state's phase. Consequently, the high-pressure buffer gas can slow the diffusion of Rb atoms to the glass walls without appreciably affecting the superposition state's phase, and thereby lengthen T 2 .
To say that a buffer-gas atom or molecule only weakly affects the superposition state's phase camouflages a great deal of complicated physics, and interest in the effects of buffer-gas collisions on the 0-0 transition's linewidth motivated considerable research in the 1960s and 1970s. Today it continues to influence basic research as the need for better clocks motivates a deeper understanding of the interaction between buffer-gas species and alkali-metal atoms. As an example, William Happer and his colleagues have recently studied binary collisions between Rb and noble-gas atoms 7 and have discovered that collisional changes in electron density at the alkali nucleus can be important in limiting T 2 .
The other reason for relatively high buffer-gas pressure has to do with the efficiency of optical pumping. An isolated Rb atom, after excitation by the lamplight, returns to the ground state by emitting a fluorescent photon. Alkali metals, however, are notorious for reabsorbing their fluorescent photons in a process known as radiation trapping, which has the effect of undoing the optical-pumping effect of the lamplight. 8 It's as if there were an extra source of light in the resonance cell that could excite atoms out of the 87 Rb F = 2 hyperfine level. But radiation trapping can be avoided with the addition of N 2 as a buffer gas. When a Rb atom collides with a molecule of N 2 , Rb electronic energy is converted into N 2 vibrational energy, and the Rb atom returns to its ground state without fluorescing. In a very real sense, efficient optical pumping in the vapor-cell clock relies on the chemical physics of intermolecular energy transfer.
State of the art
The best Rb clocks ever built are now flying on GPS satellites. Those clocks are so stable that in three hours they accrue less than half a nanosecond of time error. In the same three hours, general relativistic effects due to the satellite's elevated location, if left uncorrected, would cause a satellite clock and a terrestrial clock to accrue a little more than 5 microseconds of time offset. In other words, GPS Rb atomic clocks can sense those general relativistic effects at the fourth significant Rubidium clocks aboard satellites operate under different conditions than do terrestrial clocks, and the need to adapt the clocks to those conditions has led to a range of physical and chemical research. For example, the inner glass surface of a discharge lamp experiences a harsh environment, with energetic ions etching the surface and alkali-metal atoms chemically interacting with the exposed glass. If that chemistry were to lead to lamp failure in a terrestrial clock, one would simply ship the device back to the manufacturer for a replacement lamp. However, no one services a failed clock on a GPS satellite, so the lamps must operate unattended and reliably throughout the satellite's many-year mission. In the 1980s the question of a lamp's lifetime motivated 36 November 2007 Physics Today www.physicstoday.org
Consider the one-dimensional problem of a radiating atom of mass m confined to a square well of infinite depth and width L. In a quantized theory of radiation, the Doppler effect is a consequence of momentum conservation between the radiating atom and the emitted photon observed in the laboratory frame. Energy conservation between the initial and final states gives (1) where E e and E g are the excited-state and ground-state energies, v i and v f are the initial and final velocities, and λ emit is the wavelength of the emitted photon. Momentum conservation gives (2) where the ± sign refers to the emitted photon's direction relative to v i . Combining equations 1 and 2 gives the textbook nonrelativistic expression for the Doppler shift of the emitted photon in terms of the rest-frame transition wavelength
Because the atom is confined to a square well, however, its momentum is quantized and can only change in units of h/2L. If the photon's momentum is smaller than that (that is, λ emit /2L > 1), then the atom's momentum state cannot change following photon emission. In such cases the field-atom interaction must be viewed in the broader context of energy and momentum conservation for the atom-potential-well system. The emitted photon's momentum is then transferred to the potential well, which presumably has infinite mass, so that the atom's velocity remains unchanged and the Doppler shift is zero.
Robert Frueholz and his colleagues at The Aerospace Corporation to study alkali-glass physical chemistry. 9 Frueholz and colleagues used electron spectroscopy and secondary-ion mass spectrometry to show that Rb forms an oxide on the lamp's inner glass surface and penetrates into the glass matrix, quite likely taking the form of a rubidium silicate. The complete depletion of Rb through those mechanisms would lead to a lamp's failure. Using differential scanning calorimetry, the researchers then determined the rates at which various glass types consume Rb. As a result of their work, clock manufacturers can now determine how much liquid Rb needs to be deposited into a lamp to guarantee its operation over any specified mission lifetime.
An important area of current research concerns the slow changes in a clock's frequency over time. Figure 3 shows the frequency variations of a GPS satellite clock after it was turned on; its general characteristics are common to all rubidium clocks. Following activation the clock experienced a very slow exponential equilibration until it settled down to a linear frequency change with time. The mechanisms that drive those two processes are not yet understood. 10 The figure's inset shows an expanded view around days 200 to 400, illustrating several slight frequency jumps that are correlated with small changes in the lamp's output. There, the influence of the light-shift effect is evident-the intensity of lamplight in the resonance cell directly affects the clock frequency-but the cause of those small lamp changes is not yet known. Though not shown in the figure, the frequency of every Rb clock undergoes slight stochastic fluctuations. In the long term, those fluctuations correspond to Brownian-type motion, and again the physical process that drives them is not understood. Clearly, although the Rb clock has been studied for 50 years, much remains to be understood and improved.
The laser-pumped vapor-cell clock
It likely seems old-fashioned to use discharge lamps when semiconductor lasers are so readily available. Shouldn't it be a simple matter to replace the lamp and filter cell with a diode laser and significantly increase the efficiency of optical pumping and hence the clock signal? That was the thinking of researchers in the mid-1980s, who anticipated that the use of diode lasers would lead to great improvements in clock stability and better control of the light shift. Unfortunately, that happy situation was not so easily realized: Optical pumping with diode lasers did produce a 10-fold increase in clock-signal amplitude, but it also produced a 100-fold increase in the noise. Thus, with an overall reduction in signalto-noise ratio, the first diode-laser-pumped vapor-cell clocks had poorer frequency stability.
That puzzling situation motivated research into what may best be called the stochastic field-atom interaction problem. No real-world electromagnetic field corresponds to the textbook monochromatic field, and random fluctuations in a field's phase and intensity can alter the nature of the field-atom interaction in qualitative and quantitative ways. In the case of the laser-pumped clock, researchers discovered that the basic light-matter interaction converts a field's phase noise into absorption cross-section fluctuations, which, in turn, produce noise in the transmitted laser intensity. 11 That problem was particularly severe with the cleaved-facet diode lasers used in the early studies, since, as bad luck would have it, their noise characteristics were optimal for converting phase noise into intensity noise.
Once the noise-enhancement process was understood, efforts turned toward mitigation strategies, which have largely proved effective: Either one can use diode lasers with narrow linewidths, which have low phase noise, or one can increase the buffer-gas pressure in the resonance cell to 10 4 Pa to make the atoms less sensitive to the field's phase fluctuations. At high buffer-gas pressures, the frequent 87 Rb-buffer collisions interrupt the alkali atoms as they attempt to follow the laser's fluctuating phase, so that the Rb vapor responds to the average laser phase instead of its instantaneous variations. /day. It is not known whether the phenomena are driven by the same physical mechanism. The inset shows clock frequency jumps arising from the light shift (see box 1).
Although research into the stochastic field-atom interaction and its implications for clock performance continues, 12 investigators' attention has also turned to the light shift. Not only does the multilevel nature of real atoms complicate the light shift, but in a laser-pumped clock the laser frequency is typically modulated in order to actively lock the laser to the atom's absorption. That leads to a modulation of ν hfs , which can affect the clock's stability. Understanding and controlling the light shift, and mitigating its deleterious effects on laserpumped clock performance, is an active area of research.
The chip-scale atomic clock
The coherent-population-trapping atomic clock is a radical departure from the traditional vapor-cell clock, and whether that will prove to be advantageous is an open question of great interest. With the CPT clock, the signal is generated in 38 November 2007 Physics Today www.physicstoday.org Consider a three-level atom interacting with a bimodal electric field E(t) = E 0 [cos(ω a t) + cos(ω b t + ϕ)] that couples states |1〉 and |2〉, two hyperfine levels split by ν hfs , to state |3〉. The atomic wavefunction Φ can be expanded in terms of the unperturbed eigenstates-that is,
Shortly after the field is turned on, c 1 = c 2 = 1/√2, and it can be shown by time-dependent perturbation theory that (2) where r mn = 〈m|r|n〉, the first e is the electron charge, the second e is the natural logarithm base, and ϕ is the phase difference between the two components of the field. The probability P 3 of finding the atom in state |3〉 is simply |c 3 | 2 , and can be found by integrating equation 2:
In the case where r 32 = r 31 e iθ , so that those two matrix elements differ only in phase, equation 3 can be simplified: (4) If the phase of the field's b mode varies rapidly and randomly with respect to the a mode, then the cosine term of equation 4 averages to zero, and each excitation pathway acts independently. Alternatively, if ϕ + θ = 0, then the two excitation pathways interfere constructively, and the probability of exciting the atom is enhanced. If, however, ϕ + θ = π, then the two excitation pathways interfere destructively, and P 3 = 0 even though both field components resonantly interact with the atom. The latter situation is typical for the coherent-populationtrapping clock: The intensity of light transmitted by the vapor shows a resonant increase when the mode spacing equals ν hfs . The CPT phenomenon is intimately associated with electromagnetically induced transparency. (See the article by Stephen Harris, PHYSICS TODAY, July 1997, page 36.)
